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| i\f:) Pine Environmental Services, Inc

10611 Harwin Drive, Suite 416, Houston, TX 77036

866-981-7463(Toll-Free)

713-981-6283(Phone)
713-981-7466(Fax)
pine-tx@pine-environmental.com

Certificate of YSI Calibration

Page 1 of 2

This is to certify that the YSI 6920 Serial Number 06G2068AB was calibrated with standard units

traceable to manufacturer's specification

Model:
Pine No:

6920
7731

Serial No: 06G2068AB

lot Number:G798-0rp

ICalibration Standard Ons:;lll:tnent Allowable Range |% Difference
[Redox: 240mv P40myv 28-252 mv 0% |
lot Number:2503365
rCalibration Standard (;l::;‘:tnent Allowable Range |% Difference
[PH-Zerol: 7PH 7PH 6.65-7.35 PH 0%
lot Number:2509214-cond
|Calibration Standard |Instrument OQutput ﬁ:lll(:;veable % Difference
Conductivity-Spanl: 1413ms/cm 1342.35-1483.65 0%
1413ms/cm jms/cm
lot Number:5065-auto
Ig:;llillzlj;t;on Instrument OQutput [Allowable Range % Difference
urbidity-Zerol: ) o
IgNTU ONTU 0-0 NTU 0%
[PH-Spanl: 4PH KPH 3.8-4.2 PH 0%
Conductivity-
Spanl: 4.49ms/cm 4.27-4.71 ms/cm 0%
49ms/cm
8/4/2006

http://www.pine-environmental.com/s calibrepair/calibreport.aspx ?pinenum=7731&calibtype...



Page 2 of 2

lot Number:2885-100

|gtzl:ll(’£;t(llon Instrument Output |Allowable Range % Difference
urbidity-Spanl:

|:0onTU 100NTU 95-105 NTU 0%

Temprature DO Chart:

I?g;lter Temperature DO(mg/L) Result I

k2 8.53 8.66 |

Environmental Conditions of Test Area:
Temprature Degree F: %Relative Humidity

Calibrated By: James Logan Date: 8/4/2006 6:03:00 PM
All instrument are calibrated according to manufacturer's specifications
Customer must notify PES of any defect within 24 hours of receipt of equipment

Please call 866-981-7463 for Technical Assistance
See Attach Packing List

http://www.pine-environmental.com/ calibrepair/calibreport.aspx?pinenum=773 1&calibtype... 8/4/2006
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TN

( 4 ) Pine Environmental Services, Inc

5,
L

10611 Harwin Drive, Suite 416, Houston, TX 77036
866-981-7463(Toll-Free)
713-981-6283(Phone)
713-981-7466(Fax)
pine-tx@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 01B0202AC was calibrated with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 1844
Serial No;: 01B0202AC

lot Number:G798-0rp

ICalibration Standard (;l strument Allowable Range |% Difference I
utput

edox: 240mv 40mv 228-252 mv 0% |
lot Number:2503365
ICalibration Standard gszngent Allowable Range  |% Difference I
{PH-Zerol: 7PH 7PH 6.65-7.35 PH 0% |
lot Number:2505079ph4
Ianlibration Standard (;ls:;:?ent Allowable Range |% Difference |
IPH -Span2: 4PH PH 3.8-4.2 PH 0% |

lot Number:2509214-cond

|Calibration Standard |[Instrument Output ﬁ;lz;veable % Difference
[Conductivity-Spanl: | 41300 1342.35-1483.65 |,

1413ms/cm ms/cm

lot Number:5065-auto

[Calibration Standardll(;l::;:ltnent Allowable Range |% Difference I
ll'urbidity-Zerol : | l

http://www.pine-environmental.com/calibrepair/ calibreport.aspx?pinenum=1844&calibtype... 8/4/2006



Page 2 of 2

fonTU lonTU bo-o NTU lo% |

lot Number:2885-100

I(S:tﬂ:ll:;::t:lon Instrument Output |Allowable Range % Difference
urbidity-Spanl:

[{O ONTU 100NTU 05-105 NTU 0%

Temprature DO Chart:

(Cz)lter Temperature lDO(mg/L) Result I

B 8.39 8.75 |

Environmental Conditions of Test Area:
Temprature Degree F: %Relative Humidity

Calibrated By: James Logan Date: 8/4/2006 4:17:00 PM
All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 866-981-7463 for Technical Assistance
See Attach Packing List :

http://www.pine-environmental.com/calibrepair/calibreport.aspx?pinenum=1844&calibtype... 8/4/2006
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\") Pine Environmental Services, Inc

10611 Harwin Drive, Suite 416, Houston, TX 77036
866-981-7463(Toll-Free)
713-981-6283(Phone)
713-981-7466(Fax)
pine-tx@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 00F1381AA was calibrated with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 1833
Serial No: 00F1381AA

lot Number:G798-0rp

ICalibration Standard (;15:;‘::1ent Allowable Range [|% Difference I
Redox: 240mv 240mv 228-252 mv 0% |
lot Number:2503365

ICalibration Standard Ss:;ﬁ?ent Allowable Range [|% Difference I
[PH-Zerol: 7PH 7PH 6.65-7.35 PH 0% |
lot Number:2509214-cond

ICalibration Standard {Instrument Qutput Iﬁ:llzvgveable % Difference
Conductivity-Spanl: 1413ms/cm 1342.35-1483.65 0%

1413ms/cm s/cm

lot Number:5065-auto

ICalibration Standard Ssgl:tnent Allowable Range |% Difference
OI‘\‘I‘]'E’I‘?‘W‘ZG’OI‘ ONTU 0-0 NTU 0%

{PH-Span1: 4PH 4PH 3.8-4.2 PH 0%

lot Number:2885-100

[Catibration |

http://www.pine-environmental.com/calibrepair/calibreport.aspx ?pinenum=1833&calibtyp... 7/26/2006



IStandard Instrument Qutput

Page 2 of 2

Allowable Range % Difference |
Turbidity-Spanl:
I1 0ONTU 100NTU 05-105 NTU 0% I
Temprature DO Chart:
sze)lter Temperature O(mg/L) Result
b3 8.39 8.67

Environmental Conditions of Test Area:
Temprature Degree F: %Relative Humidity

Calibrated By: James Logan

Date: 7/26/2006 1:21:00 PM

All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 866-981-7463 for Technical Assistance

http://www.pine-environmental.com/calibrepair/calibreport.aspx ?pinenum=1833&calibtyp... 7/26/2006



@ Pine Environmental Services, Inc

5170 Hudson Dr., Suite 1, Hudson, OH 44236
877-326-PINE(Toll-Free)

330-650-3571(Phone)
330-650-3581(Fax)

pine-oh@pine-environmental.com

Certificate of YSI Calibration

Page 1 of 2

This is to certify that the YSI 6920 Serial Number 00L0818AA was calibrated with standard units

traceable to manufacturer's specification

Model:
Pine No:

6920
5118

Serial No: 00LO818AA

lot Number:DI NTU

ICalibration Standard n::;l::lem Allowable Range |% Difference
urbidity-Zerol: o
IgNTU IONTU 0-0 NTU 0%
lot Number:1509707
alibration Instrument Output |Allowable Range % Difference
tandard
urbidity-Spanl: °
100NTU 100.2NTU |95-105 NTU |0.2 %
lot Number:2509214
Instrument Output |Allowable Range % Difference

1.412ms/cm

1.34-1.48 ms/cm

-0.07%

lot Number:G894

ICalibration Standardlglzg‘:tnem Allowable Range  [% Difference I

Redox: 240mv 240.1mv 028-252 mv 0.04% |

lot Number:2507093
http://www.pine-environmental.com/calibrepair/calibreport.aspx?pinenum=>5118&calibtyp... 7/24/2006



Page 2 of 2

IEalibration Standardlgll::;:rtnent Allowable Range |% Difference I
IPH-Zerol: 7PH 7PH 6.65-7.35 PH 0% |
lot Number:2505079

ICalibration StandardIEn:::‘l::lent Allowable Range |% Difference I
IPH-Span1: 4PH 4PH 3.8-4.2 PH 0% |
Temprature DO Chart:

I:Z’:z)lter Temperature IDO (mg/L) IResult I
bs 8.11 8.1 |

Environmental Conditions of Test Area;
Temprature Degree F: 80 %Relative Humidity 56

Calibrated By: Kurt Cessna Date: 7/24/2006 4:01:00 PM
All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 877-326-PINE for Technical Assistance

http://www.pine-environmental.com/calibrepair/calibreport.aspx?pinenum=5118&calibtyp... 7/24/2006
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Q Pine Environmental Services, Inc

10611 Harwin Drive, Suite 416, Houston, TX 77036
866-981-7463(Toll-Free)
713-981-6283(Phone)
713-981-7466(Fax)
pine-tx@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 01M0724AB was calibrated with standard units
traceable to NIST

Model: 6920
Pine No: 2676
Serial No: 01M0724AB

lot Number:G798-0Orp

|Calibr_atio_n StandardI]Ons:;?:tnem Allowable Range [% Difference I
Redox: 240mv D40mv 228-252 mv 0% |
lot Number:2503365

ICallbratlon StandardIIOns:"::tnent Allowable Range |% Difference I
PH-Zerol: 7PH 7PH 6.65-7.35 PH 0% |
lot Number:2505079ph4

lCalibration Standard (l)l strument Allowable Range |% Difference I

utput
{PH -Span2: 4PH PH 3.8-4.2 PH 0% |

lot Number:2509214-cond

Falibration Standard |Instrument Output ﬁ;lgvgveable % Difference
IConductivity-Spanl * 1413ms/em 1342.35-1483.65 0%

1413ms/cm jms/cm

lot Number:5065-auto

[Calibration Standardigl::;l:tnem Alldwable Range {% Difference |
lTurbidity-Zerol: | I

http://www.pine-environmental.com/calibrepair/ calibreport.aspx?pinenum=2676&calibtyp... 7/25/2006



Page 2 of 2

bonTU lontU -0 NTU lo% |

lot Number:2885-100

Igf:::i?:éon Instrument Output {Allowable Range % Difference
urbidity-Span]l:
LOONTU 100NTU 95-105 NTU 0%

Jlot Number:88410-Iso

[Calibration Standard Ons:;:?ent Allowable Range |% Difference l
lIsobutylene: 100PPM |100PPM 95-105 PPM 0% |
Temprature DO Chart:

(Cz)lter Temperature DO(mg/L) Result |
23 8.39 8.75 |
Environmental Conditions of Test Area:

Temprature Degree F: %Relative Humidity

Calibrated By: James Logan Date: 7/25/2006 2:46:00 PM

All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 866-981-7463 for Technical Assistance

http://www.pine-environmental.com/calibrepair/calibreport.aspx?pinenum=2676&calibtyp... 7/25/2006
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N

‘\ﬁ} Pine Environmental Services, Inc
10611 Harwin Drive, Suite 416, Houston, TX 77036
866-981-7463(Toll-Free)
713-981-6283(Phone)
713-981-7466(Fax)
pine-tx@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 05G1495AD was calibrated with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 6710
Serial No: 05G1495AD

lot Number:G798-0rp

lCalibration Standard (;1::;1‘111:1ent Allowable Range |% Difference
[Redox: 240mv 240mv 228-252 mv 0%

lot Number:2503365

ICalibratiOn Standardlgl::;?::lent Allowable Range |% Difference |
PH-Zerol: 7PH 7PH 6.65-7.35 PH 0% |
lot Number:2505079ph4

ICalibration Standard (;ljgl:tnent Allowable Range |% Difference I
IPH -Span2: 4PH 4PH 3.8-4.2 PH 0% |

lot Number:2509214-cond

|Calibration Standard |[Instrument Output ﬁ:llzvgveable % Difference
Conductivity-Spanl: 1413ms/em 1342.35-1483.65 0%

1413ms/cm jms/cm

lot Number:5065-auto

ICalibration Standardlglli:;:'tnent Allowable Range |% Difference |
lTurbidity-Zero 1: I I

http://www.pine-environmental.com/calibrepair/calibreport.aspx?pinenum=67 10&calibtyp... 7/25/2006



Page 2 of 2

lonTU lonTU lo-o NTU lov |

lot Number:2885-100

g::ll:ll:;:;t:lon Instrument Output |Allowable Range % Difference
urbidity-Spanl:

100NTU 100NTU 95-105 NTU 0%

Temprature DO Chart:

I?’(ij)lter Temperature DO(mg/L) Result

3 8.39 8.64

Environmental Conditions of Test Area:
Temprature Degree F: %Relative Humidity

Calibrated By: James Logan Date: 7/25/2006 2:52:00 PM
All instrument are calibrated according to manufacturer's specifications

"~ Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 866-981-7463 for Technical Assistance

http://www.pine-environmental .com/calibrepair/calibreport.aspx?pinenum=6710&calibtyp... 7/25/2006



Page 1 of 2

f\‘) Pine Environmental Services, Inc

10611 Harwin Drive, Suite 416, Houston, TX 77036
866-981-7463(Toll-Free)
713-981-6283(Phone)
713-981-7466(Fax)
pine-tx@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 04D6185AC was calibrated with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 5865
Serial No: 04D6185AC

lot Number:G798-0Orp

ICalibration Standard (l)ls:;l::tnent Allowable Range [% Difference I

[Redox: 240mv 240mv 228-252 mv 0% |

lot Number:2503365

Ealibration Standard'{;ls:;l::lent Allowable Range |% Difference I
H-Zerol: 7PH 7PH 6.65-7.35 PH 0% |

lot Number:2505079ph4

FCalibration Standard (l)l::;':tnent Allowable Range |% Difference I

PH -Span2: 4PH 4PH 3.8-4.2 PH 0% |

lot Number:2509214-cond

[Calibration Standard |Instrument Qutput ﬁ:llgvgveable % Difference
Conductivity-Spanl: 1342.35-1483.65 |0

Il 413ms/cm 1413ms/em jms/cm 0%

lot Number:5065-auto

|Calibration Standard%::;'::]em Allowable Range |% Difference I
lTurbidity—Zerol: | l

http://www.pine-environmental.com/calibrepair/ calibreport.aspx?pinenum=>5865&calibtype... 8/1/2006



Page 2 of 2

lonTU loNTU lo-o NTU lovs |

lot Number:2885-100

Ig:;l::;:;t(lion Instrument Output |Allowable Range %o Difference
urbidity-Span]:

FO ONTU 100NTU 95-105 NTU 0%

Temprature DO Chart:

Izz’:;lter Temperature DO(mg/L) Result

b4 8.25 8.34

Environmental Conditions of Test Area:
Temprature Degree F: %Relative Humidity

Calibrated By: James Logan Date: 8/1/2006 1:42:00 PM
All instrument are calibrated according to manufacturer's specifications
Customer must notify PES of any defect within 24 hours of receipt of equipment

Please call 866-981-7463 for Technical Assistance
See Attach Packing List

http://www.pine-environmental.com/calibrepair/calibreport.aspx ?pinenum=5865&calibtype... 8/1/2006
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’A  Pine Environmental Services, Inc

5170 Hudson Dr., Suite 1, Hudson, OH 44236
877-326-PINE(Toll-Free)
330-650-3571(Phone)
330-650-3581(Fax)
pine-oh@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 01G0441AA was calibrated with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 5087
Serial No: 01G0441AA

lot Number:DI NTU

ICalibration Standard n::;ulxlx:ent Allowable Range |% Difference I
urbidity-Zero1: o

IgNTU ONTU 0-0 NTU 0% J

lot Number:1509707

Icam’raﬁ"“ Instrument Output |Allowable R % Diff

Standard nstrument Qutpu owable Range o Difference
urbidity-Spanl: o

I’IFOONTU I99.6NTU 5-105 NTU 0.4%

lot Number:2509214

ISallbr ation Instrument Output |Allowable Range % Difference

tandard
onductivity-
Spanl: 1.413ms/cm 1.34-1.48 ms/cm |0%
1.413ms/cm
lot Number:G894 ]
ICalibrati_on Standardlg“j:;“’l':‘e“‘ Allowable Range % Difference I
[Redox: 240mv 40.1mv 28-252 mv 0.04% |
lot Number:2507093

http://www.pine-environmental.com/calibrepair/calibreport.aspx?pinenum=5087&calibtype... 8/2/2006



Page 2 of 2

ICalibration Standardlgl::;‘:tnem Allowable Range |% Difference I
IPH-Zerol: 7PH 7PH 6.65-7.35 PH 0% |
lot Number:2505079

ICalibration Standardlgl:::‘l:tnent Allowable Range [% Difference
lEH-SPanl: 4PH 4PH 3.8-4.2 PH 0%

Temprature DO Chart:

I:'(V:a)nter Temperature DO(mg/L) IResult I
b6 7.99 7.91 |

Environmental Conditions of Test Area:

Temprature Degree F: 86 %Relative Humidity 53

Calibrated By: Kurt Cessna

Date: 8/2/2006 2:52:00 PM

All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 877-326-PINE for Technical Assistance

See Attach Packing List

http://www.pine-environmental.com/calibrepair/calibreport.aspx?pinenum=5087&calibtype... 8/2/2006
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Q Pine Environmental Services, Inc

10611 Harwin Drive, Suite 416, Houston, TX 77036
866-981-7463(Toll-Free)
713-981-6283(Phone)
713-981-7466(Fax)
pine-tx@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 01H1295AA was calibrated with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 3351
Serial No: 01H1295AA

lot Number:G798- -Orp

ICallbratlon Standardlgls::;mtnent Allowable Range |% Difference I

Redox: 240mv 240my 228-252 mv 0% |

lot Number:2503365

Calibration Standard| "Strument Allowable Range  [% Difference
Output &

PH-Zerol: 7PH 7PH 6.65-7.35 PH 0% |

lot Number:2505079ph4

ICalibration Standard gszzz?ent Allowable Range |% Difference I

[PH -Span2: 4PH 4PH 38-42PH 0% |

lot Number:2509214-cond

ICalibration Standard {Instrument Qutput ﬁ:‘ll(:vgveable % Difference
|Conductivity-Spanl: 1413ms/cm 1342.35-1483.65 0%

1413ms/cm ms/cm

lot Number:5065-auto

|Calibrati0n Standardlgl:::::lem Allowable Range |% Difference |
h‘urbidity-Zerol : I I

http://www.pine-environmental.com/calibrepair/calibreport.aspx?pinenum=3351&calibtype... 8/1/2006



Page 2 of 2

bonTU loNTU b-0 NTU love [

lot Number:2885-100

|§::::§;t;0n Instrument Qutput |Allowable Range % Difference
urbidity-Spanl:

HO ONTU 100NTU 95-105 NTU 0%

Temprature DO Chart:

Izz:)nter Temperature DO(mg/L) Result |

bs 8.25 8.37 |

Environmental Conditions of Test Area:
Temprature Degree F: %Relative Humidity

Calibrated By: James Logan Date: 8/1/2006 1:48:00 PM
All instrument are calibrated according to manufacturer's specifications
Customer must notify PES of any defect within 24 hours of receipt of equipment

Please call 866-981-7463 for Technical Assistance
See Attach Packing List

hitp://www.pine-environmental.com/calibrepair/calibreport.aspx?pinenum=3351&calibtype... 8/1/2006



Page 1 of 2

l\‘) Pine Environmental Services, Inc

10611 Harwin Drive, Suite 416, Houston, TX 77036
866-981-7463(Toll-Free)
713-981-6283(Phone)
713-981-7466(Fax)
pine-tx@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 05G1495AC was calibrated with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 6545
Serial No: 05G1495AC

lot Number:G798-0rp

ICalibration Standard Onli:;l::lent Allowable Range |% Difference I
[Redox: 240mv 240mv 228-252 mv 0% |
lot Number:2503365

ICalibration Standard Sszgz?ent Allowable Range [|% Difference I
{PH-Zerol: 7PH 7PH 6.65-7.35 PH 0% |
lot Number:2505079ph4

ICalibration Standard (;lz:;?:tnent Allowable Range |% Difference I
{PH -Span2: 4PH 4PH 3.8-4.2 PH 0% |

lot Number:250921 4_-cond

ICalibration Standard [[nstrument Qutput ﬁ:lll(:;veable % Difference
IConductiVity—SpanI: 1413ms/om 1342.35-1483.65 [ o,

1413ms/cm jms/cm

lot Number:5065-auto )
ICalibration Standardlglli:;::nem Allowable Range |% Difference I
lTurbidity -Zerol: I |

http://www.pine-environmental.com/calibrepair/calibreport.aspx?pinenum=6545&calibtyp... 7/25/2006
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bonTU onTU o-0 NTU lov |

lot Number:2885-100

I . «

g:;l:ll;;it(;on Instrument Output |Allowable Range % Difference
Turbidity-Spanl :

100NTU 100NTU 05-105 NTU 0%
Temprature DO Chart:
Izga)lter Temperature DO(mg/L) Result I
23 8.39 8.54 |

Environmental Conditions of Test Area:
Temprature Degree F: %Relative Humidity

Calibrated By: James Logan Date: 7/25/2006 4:28:00 PM

All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 866-981-7463 for Technical Assistance

http://www.pine-environmental.com/calibrepair/calibreport.aspx ?pinenum=6545&calibtyp... 7/25/2006
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FROM :

FAX NO. : Jan. 13 2006 12:16PM P4

Page 1 of 2

@ Pine Environmental Services, Inc

5170 Hudson Dr., Suite 1, Hudson, OH 44236
877-326-PINE(Toll-Free)
330-650-3571(Phone)
330-650-3581(Fax)
pine-oh@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 04D6186AD was calibrated with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 5877

Serial No: 04D6186AD
lot Number:DI NTU
— s
ICalibration Standard “:::‘l‘l‘t’““t Allowable Range  [% Difference
I&?{I&ty‘zm"l: .JE\TTU 0-0 NTU 0%
lot Number:2501256
|Calibration Standardl(;::;?l':‘em [Allowable Range |% Difference '
fPH-Zerol: 7PH 7PH 6.65-7.35 PH %
lot Number:G798
Calibration Standard 03:;‘;?“’“ Allowable Range  |% Difference
|§cdox: 240mv |%39.8mv 228-252 mv -0.08%

lot Number:2501275

IC alibration Standard Oz&‘;‘:‘ent llowable Range {% Difference

[PH-Spani1: 4PH UPH 3.8-4.2 PH 0% |

lot Number: 1509707

s~
tandard % Difference
Standard nstrument Output {Allowable Range o
Jrusbidity-Span1: |

http://pine-environmental .net/calibrepair/calibreport.aspx?pinenum=>5877 &calibtype=0 1/13/2006



FROM :

FAX NO. Jan. 13 2086 12:16PM PS5

Pé.ge 20f2

IlOONTU ll 0ONTU ES-IOS NTU I(_)% l

lot Number:2509214
& R B —
taal;t&zt;m Instrument Output [Allowable Range % Difference
onductivity-
Spanl: 1.413ms/cm 1.34-1.48 ms/cm 0%

1.413ms/cm

g__A

Temprature DO Chart:
C;zter Temperature O(mg/L) esult
1 8.68 .69

Environmental Conditions of Test Area;
Temprature Degree F: 73 %Relative Humidity 8

Calibrated By: Kurt Cessna Date: 1/12/2006 10:55:00 AM
All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 1-800-301-9663 for Technical Assistance

http://pine-environmental .net/calibrepair/ calibreport.aspx?pinenum=5877&calibtype=0

1/13/2006



FAX NO. Jan. 13 206 12:17PM PG

Page 1 of 2

Q Pine Environmental Services, Inc

5170 Hudson Dr., Suite 1, Hudson, OH 44236
877- 326-PINE(T011 -Free)
330-650-3571(Phone)
330-650-3581(Fax)
pine-oh@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the Y'SI 6920 Serial Number 02E0838AFE was calibrated ‘with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 3330
Serial No: 02E0838AF

lot Number:DI NTU - ___

I@ﬁon Standard O::;:ltnent Allowable Range (% Difference I
o eZerol: Nty 0-0 NTU 0% )
lot Number:2501256 —

Iialibration Standardlznzg:l:em Allowable Range  |% Difference 1
IPH-Zerol :JPH_ 6O9PH ___ 16.65-7.35 PH -0.14% |

lot Number:G798
!Calibraﬁon Standard o::;':tnem Allowable Range  |% Difference I
Redox: 240my 241.2mv 228-252 my 0.5% 1
R . "
lot Number:2501275
P N

ICahbratmn Standard Ins:;ultnent Allowable Range  [% Difference

H-Span}l: 4PH 3.99PH —3.8-42 PH -0.25% I

lot Number:1509707

|g:;l;l:§:,t;0n Ilnstrument Output {Allowable Range |% Difference I

lTurbldlty-SpanI l l

http://pine-environmental .net/calibrepair/calibreport.aspx?pinenum=>333 0&calibtype=0 1/13/2006



FROM :

FAX NO. : _ Jan. 13 20@6 12:17PM P7

Page 2 of 2

hoonTU po3NTU  Ip5-105 NTU L0.7% |

lot Number:2509214

I;C;hnl‘)jl;art;on anstrument Output [Allowable Range l% Difference
1.34-1.48 ms/cm 0%

-—-—_—
Temprature DO Chart:
C;lter Temperature O(mg/L) esult

1 |8,68 E.65 I

Environmental Conditions of Test Area:
Temprature Degree F: 73 %Relative Humidity 8

Calibrated By: Kurt Cessna Date: 1/12/2006 11:16:00 AM
All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 1-800-301-9663 for Technical Assistance _

http://pine-environmental.net/, calibrepair/ calibreport.aspx?pinenum=3 330&calibtype=0 1/13/2006
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@ Pine Environmental Services, Inc

5170 Hudson Dr., Suite 1, Hudson, OH 44236
877-326-PINE(Toll-Free)
330-650-3571(Phone)
330-650-3581(Fax)
pine-oh@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 02E0838AE was calibrated with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 3330
Serial No: 02E0838SAE

ot Number:DI NTU
kalibration Standard (;l::;‘:tnent Allowable Range  |% Difference
Eﬁ?{f‘ty'zeml © JoNTU 0-0 NTU 0%

lot Number:2501256

Calibration Standard,glj:;ﬁ:nent Allowable Range  |% Difference '
H-Zerol: 7PH [6.99PH 6.65-7.35 PH -0.14% |

lot Number:G798

Ignlibration Standard g‘;:;:l:tnem Allowable Range  |% Difference I
[Redox: 240mv 241.2mv 228-252 my 0.5% |
lot Number:2501275

kalibration Standard n:::::tnent Allowable Range  [% Difference ,
[PH-Span1: 4PH 3.99PH 3.8-4.2 PH -0.25% |

lot Number:1509707

Calibration Instrument Output |Allowable Range % Difference '
Standard
JTurbidity-Span: l

http://pine-environmental.net/ calibrepair/ calibreport.aspx?pinenum=333 0&calibtype=0 1/12/2006
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100NTU loo. 3NTU o5-105 NTU L0.7% |
lot Number:2509214
Ig ;l:(;;tt&on nstrument Output |Allowable Range % Difference
Conductivity-
Spanl: 1.413ms/cm 1.34-1.48 ms/cm 0%
1.413ms/cm
Temprature DO Chart:
C;ater Temperature O(mg/L) esult l
D1 8.68 8.65 |
Environmental Conditions of Test Area:
Temprature Degree F: 73 %Relative Humidity 8
Calibrated By: Kurt Cessna Date: 1/12/2006 11:16:00 AM

All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of rec

Please call 1-800-301-9663 for Technical Assistance

http://pine-environmental.ne‘r/calibrepair/calibrepon.aspx?pinenum=3330&calibtype=0

eipt of equipment

1/12/2006



'Pine Environmental Services, Inc
92 North Main Street, Bldg 20, Windsor, NJ 08561
800-301-9663(Toll-Free)

6  609-371-9663(Phonc)
(\//\ 609-371-1663(Fax)

pine-nj@pine-environmental.com
Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 05G1495AD was calibrated with standard
units traceable to manufacturer's specification

Model: 6920
Pine No: 6710
Serial No: 05G1495AD

Cairaton st W
‘Standard Output 5.t&;lltrmnble Range [% Difference
PH-Spani: 4.0lmv _ ¥.0lmv $3.81-4.21 mv 10%

Caitbration Jastroment o
Standard !{)u tput iAllowable Range % Difference
Turbidity-Zerol: .

ONTU ‘ONTU 0-0 NTU 50%

h apdard | O:i tput ent Allowable Range l% Difference
Turbidity-Spanl: 5105 oo

100NTU 100NTU 95-10 NTUﬂ. Yo

J Lt b
) *




L e e

s

sk T . g T st e : SR VTR B DU
Calibration Standard lnstrument \Allowable Range '.\% Difference
_ Output ]

?C““d“C“"iW‘Spm" Latsmslom 134148 msiem 0%
1.413ms/cm | L

‘ . ‘.
Sy

Calibration prespera N .
‘f‘mS_tjn dard lOutput |Allowable Range oo Difference
Redox; 240mv 40mv 128-252 mv %

e

¥ m
e oo

e ald Instrument ] lo
5C:atllbration Standard |, tput \Aﬂowable Range \A‘ Difference
Dissolve Oxygen-Spanl: ]

00% YEEN-SP \100% \95-105 % \o%

irCalibratioun ‘fl»l;swtiﬁ;nent | ! -
Standard Output owable Range {% Difference B
PH-Zerol: 7.01PH 7.01PH 6.66-7.36 PH 0%

Environyoental Conditions of Test Area:

Temprature Degree F: ;/-’;1};1%1{11:;
Calibrated By: William Bass Date: 1/11/2005 9:33:00 AM

All instrumnent are calibrated according t0 manufacturer's specifications

Customeyx must potify PES of any defect within 24 hours of receipt of equipment
Please call 1-800-301-9663 for Technical Assistance



N /0\ @Pine Environmental Services, Inc
V 92 North Main Street, Bldg 20, Windsor, NJ 08561
800-301-9663(Toll-Free)
609-371-9663(Phone)
609-371-1663(Fax)
pine-nj@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 01A0144AC was calibrated with
standard units traceable to manufacturer's specification

Model: 6920
Pine No: 1458
Serial No: 01A0144AC

;'t‘l(ll“:-llibra;:ion ‘[[nstruw'ﬂmw ent ] | o vreer
&an dard Outpur Allovable Range | e Difference
PH-Spanl: 4.0lmv 4.0 v 3.81-4.21 mv 0% N

Calibration — Nostromn: . L |
‘Standard Output :;irAl]owable Range % Difference
Turbidity-Zerol: | AN o

ONTU !ONTU P NTU 0%

ST

Calfbraion e ——
! bl {% Difference
‘Standard iQutput ‘?AIIOWa e Range (%

‘Turbidity-Span:
JOONTU

hoonTu B510SNTU o
( |




e m
o

Sy v

P

‘;jf'Calibration Standard ;I(I;ﬁ;:xtnent Allowable Range{% Difference
;.-;-'Conductui“wu‘“ty-Spanl : ‘ .

1.413ms/er, :I1.413ms/cm 1.34-1.48 ms/cm 0%

‘I%A s ,,t. AR e e 1 — v o LI Gy
S t:l;l;x:::lon ] n:tt;':tnent Allowable Range [ Difference
‘Redox: 240mv 240myv {228-252 mv 0%

ﬂ‘{balibration Standard fRstrument

i utput Allowable Range (% Difference
Dissolve Oxygen- ] |

Spanl: 100% 100% 195-105 % 10%
Calibration — nstramene A
‘Standard Output Allowable Range % Difference
‘PH-Zerol: 7.01PH [7.01PH 6.66-7,36 PH 10%

Environmental Conditions of Test Area:

. %Relative
Temprature Degree F: Humidity

Calibrated By: William Bass Date: 1/11/2005 3:16:00 PM
All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 1-800-301-9663 for Technical Asgistance
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800-301-9663(T011-Free)
609-371-9663 (Phone)
609-371-1663(Fax)
pine-nj@pine-enviromnental.oom

. @ Pine Environmenta] Services, Inc
. QJ 92 North Main Street, Bldg 20, Windsor, NJ 08561

Certificate of ¥SI Calibration

This is to certify that the YSI 6920 Serial Number 05G1496AC was calibrated with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 6711
Serial No: 05G1496AC

lot Number:2407088

owable Range % Difference

3.81-4.21 mv

lot Number:4819
alibration Standard n::;::’:'em Allowable Range F/o Difference I

urbldlty-Zero 1: - )
I:;NTU ONTU 0-0 NTU Yo

lot Number:1412580

urbidity-Span]:
IIOONTU IIOONTU

lot Number:2501028

taﬁl:lrat(ilon strument Output |Allowable Range % Difference
andar

Conductivity-
Span]: . 1.34-1.48 ms/cm

1.413ms/cm

lot Number:G164

S B N7 P Lroalihtymes() 1/13/2006



Page 2 of 2

- . t
alibration Standardlgl:t;:':tmm Allowable Range l% Difference '
Redox: 240mv E40mv 228-252 mv IO% '

lot Number:0} ~070

strument Output |Allowable Range % Difference
Oxygen-Spani: [100% 5-105 % %
100%

lot Number:2501040

H-Zerol: 701PH  [7.01PH .66-7.36 PH 0%

Environmental Conditions of Test Area:
Temprature Degree F: %oRelative Humidity

Calibrated By: William Bass Date: 1/4/2006 4:03:00 PM
All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 1-800-301-9663 for Technical Assistance

R PO o I .Q:nolihhn'\e:n

1/13/2006



)QQ ®Pme Environmental Services, Inc

92 North Main Street, Bldg 20, Windsor, NJ 08561
A 800-301-9663(Toll-Free)
\/ 609-371-9663(Phone)
609-371-1663(Fax)
pine-nj@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 04K 1 7092AA was calibrated with
standard units traceable to manufacturer's specification

Model: 6920
Pine No: 6441
Serial No: 04K17092AA

‘Calibration Standard g‘stt;?l?em IAllowable Range '% Difference
‘Conductivity-Zerol N342.35-1483.65 |

:1413ms/cm 1413ms/om ms/cm . 0%
Calibration ~ Instrument | - ot Differonen
Standard Output }.Allowable Range % Difference
PH-Zerol: 7PH 7PH 6.65-7.35 PH 0%

Calibration Instrument |, % Difference
Standard Cutput Allowable Range % en
‘PH-Zerol: 4PH 4PH [3.8-4.2 PH 0% .
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Page 1 of 2

, //\% @ Pine Environmental Services, Inc
7/
7

92 North Main Street, Bldg 20, Windsor, NJ 08561
800-301-9663(Toll-Free)
/ 609-371-9663(Phone)
609-371-1663(Fax)
pine-nj@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number OLE36-10568-02 was calibrated with standard
units traceable to manufacturer's specification

Model: 6920
Pine No: 3896
Serial No: OLE36-10568-02

lot Number:2407088

H-Spanl: 4.0lmv

lot Number:4819

alibration Standard stt;'::wnt_ owable Range [% Difference

urbidity-Zerol: ) "
IéNTU ONTU 0-0 NTU Yo

lot Number:1412580
Calibration

Standard strument Output owable Range ., Difference
1 gg‘f\},‘}i{]” -Spant: ) ooNTU 5-105 NTU 0%
lot Number:2501028
St:;l;'ll:lx;art;on strument Output {Allowable Range % Difference
onductivity-
Spanl: 1.413ms/cm 1.34-1.48 ms/cm Yo
1.413ms/cm

lot Number:G164

r____*_.__q—-__*__—.—-—.1

Ao e AQOR G alihiime=() 1/13/2006



Page 2 of 2

.Calibration Standard stt;'::lent Allowable Range ,‘/b Difference
Redox: 240my E40mv 228-252 mv %

lot Number:01-070

C . e )
tzl{nﬂ;t;m T;tmment Output |Allowable Range ’% Difference

issolve
Oxygen-Spanl:
100%

100% 95-105 % 0%

lot Number:2501040

ICalibration Standard s:;‘:t“ent Fllowable Range I% Difference '

H-Zerol: 7.01PH  |7.01PH .66-7.36 PH 0%

Environmental Conditions of Test Area:
Temprature Degree F: %Relative Humidity

Calibrated By: William Bass Date: 1/11/2006 4:05:00 PM
All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 1-800-301-9663 for Technical Assistance

P YY B Ly (E S PEVCRC PRV | QQﬁbr‘ﬂﬁhfvne=0

1/13/2006



p%
C ®Pine Environmental Services, Inc
. 92 North Main Street, Bldg 20, Windsor, NJ 08561
800-301-9663(Toll-Free)
609-371-9663(Phone)

609-371-1663(Fax)
pine-nj@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 01A0144AB was calibrated with
standard units traceable to manufacturer's specification

Model: 6920
Pine No: 1459
Serial No: 01A0144AB

Calibration  instrament ) e
‘Standard tput Allowable Range |% Difference
‘PH-Spanl: 4,0lmv {4.0lmy B.81-421mv 0%
Calibration Mnstrument T }o

Standard lOutput iAllowable Range ‘j %o Difference
‘Turbidity-Zero1: I 11N

ONTU ONTU {0-0NTU ’.O Yo
‘Calibration IInstrument ] o .
Standard " Output Allowable Range | %o Difference
‘Turbidity-Spanl: ‘ “ 10 0o

10ONTU §J. OONTU [95-105 NTU %o




‘Calibration Standard 1 Strument |Allowable Range/% Difference

; {Output ] ]
Conductivity-Span1: | |

1.413ms/cm i1.413ms/cm 11.34-1.48 ms/cm 0% l
Calibration  [Tastrument |

‘Standard Output :Allowable Range % Difference
Redox: 240mv 240mv 228-252 mv 0%

}Calibration Standard | Eg;:]tnent Allowable Range_!% Difference
"Dissolve Oxygen- ? ] ]

‘Spanl: 100% 100% [95-105 % 0%

ICalibration nstrument % Difteeenes ]
Standard Output Allowable Range |% Difference
@H-Zerolz 7.01PH {7.01PH 6.66-7.36 PH 0%

Environmental Conditions of Test Area:

Temprature Degree F: 70

%Relative

Humidity

Calibrated By: William Bass
All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment

60

Date: 1/11/2005 9:34:00 AM

Please call 1-800-301-9663 for Technical Assistance
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Page 1 of 2

4 ) Pine Environmental Services, Inc

%% 5170 Hudson Dr., Suite 1, Hudson, OH 44236
0 Y, 877-326-PINE(Toll-Free)
330-650-3571(Phone)
330-650-3581(Fax)
pine-oh@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 01H1295AA was calibrated with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 3351
Serial No: 01H1295AA

lot Number:DI NTU
[Calibration Standard n::;':tnent Allowable Range |% Difference
prbidity-Zerol: Nty -0NTU 0%
lot Number:2501256
lCalibration Standard, n::;:?ent Allowable Range  |% Difference |
IPH-Zerol: 7PH 7PH .65-7.35 PH 0% |
lot Number:G798
alibration Standard ns:;:'tnent Allowable Range |% Difference I
edox: 240mv 240.1mv 228-252 mv 0.04% |
lot Number:2501275
kalibration Standard n::;:ntnent Allowable Range |% Difference I
IQI—Spanl: 4PH ‘J;99PH 3.8-4.2 PH -0.25% i
lot Number:1509707
t:l:::;::.t(;on l]nstrument Output |Allowable Range % Difference l
urbidity-Span]1: I I

http://pine-environmental.net/calibrepair/calibreport.aspx?pinenum=33 51&calibtype=0 1/12/2006



Page 2 of 2

1 8.68 8.68

bioonTU [100.2NTU bos-105 NTU lo.2% i
lot Number:2509214
alibration nstrument Qutput [Allowable Range % Difference
tandard
onductivity-
Spanl: 1.414ms/cm 1.34-1.48 ms/cm .07%
1.413ms/cm
Temprature DO Chart:
ater Temperature
Q) lDO(mg/L) lResult '
]

Environmental Conditions of Test Area:
Temprature Degree F: 73 %oRelative Humidity 8

Calibrated By: Kurt Cessna Date: 1/12/2006 10:04:00 AM

All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 1-800-301-9663 for Technical Assistance

http://pine-environmental.net/calibrepair/calibreport.aspx?pinenum=33 51&calibtype=0 1/12/2006
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@ Pine Environmental Services, Inc

92 North Main Street, Bldg 20, Windsor, NJ 08561
800-301 -9663(Toll-Free)

\ 609-371-9663(Phone)
609-371-1663(Fax)

pine-nj@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 03D0888AC was calibrated with standard units
traceable to manufacturer's specification

Model: 6920
Pine No: 4747
Serial No: 03D08SSAC

lot Number:2407088

lot Number:4819

alibration Standard ::;l:tnent owable Range (% Difference

bidity-Zerol: i o
EN::TU ONTU 0-0 NTU %

fot Number:1412580

gtzlll;lz;::‘t(ilon strument Output {ANowable Range % Difference
ooy Spank hgony 5-105 NTU %
lot Number:2501028

alibration

strument Output |Allowable Range %o Difference

Standard
onductivity-
Spanl; 1.413ms/cm 1.34-1.48 ms/cm

1.413ms/cm

lot Number:G164
! ! '

4 i = d 74T & calibtne=0 1/13/2006




Page 2 of 2

strument

Output Allowable Range [% Difference
R40my 228-252 myv
_— T
lot Number:01-070
alibration )
Standard strument Output owable Range % Difference

issolve
Kxygen-Spanl;
100%

100%

5-105 % ’?% J
-

lot Number:2501040
R -
Calibration Standard l::;‘:l'tnem llowable Range |% Difference

EH—Zerol : 7.01PH IZ.OIPH E.66-7.36 PH I(_)% |

Environmental Conditions of Test Area:
Temprature Degree F: %R elative Humidity

Calibrated By: William Bass Date: 1/11/2006 10:35:00 AM
All instrument are calibrated according to manufacturer's specifications

Customer must notify PES of any defect within 24 hours of receipt of equipment
Please call 1-800-301-9663 for Technical Assistance

Ok s e ATTAT Grmalibvme=()

1/13/2006



®Pine Environmental Services, Inc

% 92 North Main Street, Bldg 20, Windsor, NJ 08561

C /6 800-301-9663(Toll-Free)
609-371-9663(Phone)
609-371-1663(Fax)

pine-nj@pine-environmental.com

Certificate of YSI Calibration

This is to certify that the YSI 6920 Serial Number 01J0214AA was calibrated with standard
units traceable to manufacturer's specification

Model: 6920
Pine No: 5790
Serial No: 01J0214AA

Calibration  [Instrement | .
'Standard Output {Allowable Range % Difference
‘PH-Spanl: 4.0lmv  ¥4.0lmyv 13.81-4.21 mv 0%

Calibration  Mostrument | o
‘Standard |Output ;Allowable Range % Difference
Turbidity-Zerol: | o )

ONTU ONTU 0-ONTU 0%

e Tes ey P R AR R T PEA T o ent ey ML R ot T

I Tnstrument s varer
{;Cahbratmu Standard Output jAllowable Range 1 Ve Difference
10ONTU 100NTU | 51. ! 3




:-:Calibration Standard Ignstt;::tnent {Allowable Range % Difference
‘Conductivity-Span] -
L d3meem T L413ms/em  [1.34-1.48 ms/em 0%
Calibr: tion i : , !
S ta:u d:::- d Il(;lstt;l:lgment Allowable Range f% Diffexence
‘Redox: 240mv 240mv 228-252 mv 0%

N L - S
U S o T LA ST M
rCallbratlon Standard ’ln : tp“ltnent_ iAllowable Range {% Difference
D - | |
b aosalve Oxygen-Span!: f100% 95-105 % 0%
6 s ﬁ PN oy sy ‘ 243 oY
S t:l;l:l;:_ don nggl?em Allowable Range (% Difference
PH-Zerol: 7.01PH _ 17.01PH 666736 PH___ 0% N

Environmental Conditions of Test Area:

Temprature Degree F:

%Relative
Humidity

Calibrated By: William Bass
All instrument are calibrated according to manufacturer's specifications

Date: 1/11/2005 4:07:00 PM

Customer must notify PES of any defect within 24 bours of receipt of equipment
Please call 1-800-301-9663 for Technical Assistance



